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Message Text 


UNCLASSIFIED 

PAGE 01 MADRID 05774 191646Z 
43 

ACTION HEW-06 

INFO OCT-01 EUR- 1 2 ISO-OO OES-05 EB-07 COME-OO /031 W 

118149 

R 191526Z AUG 75 
FM AMEMBASSY MADRID 
TO SECSTATE WASHDC 2773 

UNCLAS MADRID 5774 

E.O. 11652: N/A 
TAGS: OGEN, TBIO, SP 

SUBJECT; FDA ADVISORY-DEFECTIVE DEVICE 
REF: STATE 194345 

1. RE COLEMAN 124, AUTOMATIC, FOUR POSITION CELL PROGRAMMER SPECTO- 
PHOTOMETER, DISTRIBUTED BY PERKIN-ELMER, COLEMAN DIVISION, OAK BROOK, 
ILLINOIS, HUCOA-ERLOSS, S.A., MADRID, HAS INFORMED US IT DOES NOT 
IMPORT THIS UNIT AND REFERRED US TO PERKIN-ELMER HISPANIA, S.A., 

AVENIDA GENERALISIMO 71, MADRID 16, WHOLLY OWNED US SUBSIDIARY. 

2. MR. DORADO, ONLY OFFICER OF PERKIN ELMER SPAIN AVAILABLE, SAID 

HE WAS NOT PERSONALLY AWARE OF DEFECT PROBLEM, ASSURED US HE WOULD 
DISCUSS THIS WITH HIS DIRECTOR WHEN LATTER RETURNS TO OFFICE, AND 
THAT IF ANY QUESTIONS RE INTRURMENT AND CORRECTIVE ACTION AROSE, 
PERKIN ELMER USA WOULD BE CONTACTED. 
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